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SECTION 1 


INTRODUCTION 


The Three-Dimension Image manipulator is a high speed real 
time image processing system which will allow a_= standard 
video image to be displayed in three axes. The system may 
also be used to view three independent axes of data in real 


time. There are various configurations of the system 
available; however, the principle system consists of a 3-D 
frame, mode! 67118, and a set of cards to produce the image 


manipulation, model 67119. 


The 3-D frame consists of all controls, X-Y monitor, power 
supplies and a wired back plane. 


The 67119 card set includes the following card: 


MODEL QUANTITY NAME 
66080 1 each Video to Analog Converter 
66911 1 each Input Interface 
66034 1 each Crop/Slice and Zoom 
66014 1 each Basic 3-D System Card 
66082 1 each 3-D Video Output Card 
66025 3 each Image Rotator Card 

All controls are located on the front panel with the 


exception of the rear panel mounted ON/OFF switch and _ the 
INPUT SELECT switch which selects either the VIDEQ INPUT 


(Switch Out) or the three axes input; Xi, X2 and X3. All 
input line connectors are BNC and located on the rear panel. 
The video input line is terminated with a 75 resistor; the 


other input lines have high impedance inputs. 


The manual is divided into five sections. The card set and 
3-D Frame are handled separately since the configuration is 
determined by the application and may change from unit _ to 


unit. For this reason they are sold separately. The card 
set number and 3-D Frame number refer to specific 
configurations. This approach allows the end user to 


configure the system to meet their requirements. 


Section 2 is the Card Set Configuration followed by the 3-D 
Frame Configuration, Section 3. System Operation is covered 
in Section 4, and the functions and card schematics are 
reviewed in Section 5S. 


SECTION 2 


SYSTEM CONFIGURATION FOR CARD SET NQ. 67119 


SECTION 2.1 CARD SET 


System Card Set No. 67119 is designed to implement a 3- 
Dimensional manipulator, along with a high speed X-Y monitor. 
The system is configured to provide most of the available 
manipulation functions. The specific functions are: 


Video (RS-170) to analog conversion 
Non-video vector input 

Zoom (magnification) 

Translation 

Crop and slice 

Shading and perspective 

Rotation 


NO WPWONE 


The X-Y monitor is used to display graphical information in 


real time. The input to the system may be either a video 
signal in the RS-170 (NTSC) format or three input voltages 
“that are to be displayed as a correlated function. The video 


input should be terminated with a 75 resistor at the 44 pin 
edge connector. 


The recommended system block diagram is shown in Figure. 2.1.1 
The card set consists of eight cards: 


Video to Analog Converter 66080 


1. 

2 Input Interface 66911 

3. Crop/Slice and Zoom 66034 

4. Basic 3-D System Card 66014 

5. 3-D Video Output Card 66082A 
6. Image Rotator (3 each) 66025 


The cards are supplied with the appropriate modules and 
auxillary components. 


The composite Video to Analog Converter transforms composite 
(RS-170) video into three corresponding voltages, along with 


a blanking output pulse as shown in Figure 2.1.2. The output 
signals are the inverted video line information (neg. video 
out), horizontal ramp out, and vertical ramp out. These 


three signals are subsequently processed as Xi, X2, and X3, 
respectively. 


The Input Interface Card, No. 66911, provides several 
functions. First, the card provides the high frequency 
analog switches for changing the system inputs from video to 
vector (Xi, X2 and X3) information. 


Secondly, the card provides buffer amplifiers for the contro! 
voltages used in the Crop and Slice, and Zoom functions. 


The analog information that is to be processed by the rest of 
the system is designated as X1, X2 and X3 outputs from the 
66911 card. 


The Zoom/Crop and Slice, Card No. 66034, provides three 
functions: 


1. Zoom: The zoom function controls the image magnification 
using the same magnification factor on all three axes. 


2. Crop: The crop function operates along the X2 and X3 axes 
and allows the operator to remove regions of the image 


that are not of critical interest in order to 
concentrate on a specific region of the image. Four 
control voltages to the card are used to Crop: Left, 


Right, Top and Bottom. The control circuit on the card 
also acts to translate the remaining region to the 
center of the display. The purpose of the _ controlled 
translation is to keep’ the area of interest in the 
center of the screen, otherwise zoom and rotation could 
move it from the field of view. 


3. Slice: The Slice function allows information along the Z 
Cor Xi) axis to be blanked from view depending on_ the 


level of the control voltage. Positive slice displays 
only the information less than the slice level and 
negative slice displays information above the slice 
_ level. If both positive and negative slice are used in 
conjunction with the Slice Width Control, the displayed 
image will be a slice through the Z-axis (X41) 
information. The width of the slice will depend on the 


magnitude of the Slice Width control voltage. 


The card set has three Image Rotators, Card No. 66025; the 
rotators allow the displayed image to be independently 
rotated about any of the three axes. 


The 3-D System card, 66014, converts the three axes of 
information into the quasi 3-D image on the X-Y monitor. 


The Output Amplifier Card, 66082A, contains’ the drive 
amplifiers for the X-Y monitor, along with the Blanking 
Generator which modulates the beam current, the Z axis, of 
the monitor. The blanking generator cuts the beam off during 
the timing periods of vertical and horizaontal sync, as well 
as during the Crop and Slice functions. 
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SECTION 2.2 BACK PLANE 


The interconnection of the cards is done on the Back Plane of 
the Card Cage. Eight 44-pin edge connectors are required for 
the 67118 card set. Figure 2.2.1 shows the card sequence. 


The complete card interconnection schematic is given in 
Figure 2.2.2. 


The edge connector pin numbers are given just outside of the 
card block diagram. The card numbers are given within the 
card blocks. 


The lines designated with "FP" go to the Front Panel of the 
complete system for the generation of the various’ control 
voltages. 


The signal flow diagram is given in Figure 2.2.3. The 
schematic gives the internal functions for each card in the 
67118 card set. The schematic diagram should be used in 


conjunction with each card description given in Section 5. 


The control voltages are set using potentiometers and the 
reference voltages, i.e. +10.00V. The wiring schematic for 
the control potentiometers used with the 67118 card set is 
given in Figure 2.2.4. The only high frequency signals are 
on the "Contrast" control potentiometer. 
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SECTION 3 


3-D FRAME CONFIGURATION 
MODEL NO. 67119 


The 3-D Frame is designed to provide the major subsystems 
needed to support a 3-D display system. The card selection 
is sold separately since there are a number of card 
configurations which are application specific. 


The 3-D frame contains the following: 


1. X-Y monitor 
2. System enclosure 
3 Rear panel BNC input connectors and input 
selection switch 
4. Cooling fan 
5. Power Supplies 
(a.) +15VDC @ 0.8A 
(b.) +5VDC @ 1.04 


6. Card cage with backplane connectors 
7. Front panel controls 


SECTION 3.1 FRAME COMPONENTS 
X-Y Monitor 


Data Check monitor, Model No. 5010, is a high speed X-Y 


monitor with electrostatic deflection. The vertical and 
horizontal amplifiers have a frequency response of 5MHZ. 
The Z axis amplifier, which is used to modulate the beam 
intensity, has a frequency response of DC to 7.5MHZ. The 
operations manual is supplied with the 3-D Frame, Model No. 
67119. 


The enclosure is supplied by Data Check in order to provide 
an integrated system appearance. The monitor as shown in the 
manual has been slightly modified to incorporate it into the 
3-D system. 


The monitor comes with three BNC connectors on the rear of 
the monitor that serve as the X, Y and Z inputs to the 
monitor. These three connectors have been removed to avoid 
inadvertent damage to the monitor. The X, Y and Z_ input 
lines are internally terminated with 51 resistors and 
coaxial lines are installed from the monitor to the backplane 
of the card cage. This modification is an option from Data 
Check and does not modify the system warranty. 


The direct monitor controls are located on the front panel 
just to the right of the monitor screen. The controls are: 


41. Intensity 

2. Focus 

3. Horizontal 

4. Vertical 
A complete description of the monitor is provided in the Data 
Check manual. 


System Enclosure 


The system enclosure is supplied by the monitor manufacture 


and will fit in a standard i9" rack. The 3-D frames are 
normally shipped as stand alone instruments; however, rack 
mounting flanges may be ordered from OEI or Data Check, 
Corporation. If the 3-D system is to be rack mounted, it is 
strongly suggested that additional side supports, such as 


slide rails, be installed to carry the weight of the system. 


Rear Panel 


The system inputs are all located on the rear panel to 
provide clear access to the controls on the front panel. 
Four (4) data input lines with BNC connectors are provided on 
the rear panel. 


The "Video Input™ is designed to be used as the RS-170 (NTSC) 
video input line. The BNC connector is provided with an 
internal 75 line which goes from the input connector (J4) to 
the backplane, and it is terminated with a 75 resistor. 


The 3-D system may also be operated using three input vectors 
(voltages) in the form of X1, X2 and X3. The input lines are 
connected to their respective BNC input connectors, Ji, J2 
and J3. 


The “INPUT SELECT" switch allows the operator to select 

either the "Video Input” or "X11, X2 and X3" inputs. When the 
switch is "out", the video input is selected, and conversely, 
when the switch is depressed, the three’ vector inputs, Xi, X2 
and X3, are selected. 


The schematic diagram for the input connectors is shown in 
Figure 3.1. The power cord is also located on the rear panel 
along with the ON/OFF Switch. 


Cooling Fan 


A three inch axial cooling fan is mounted on the inside of 


the rear panel. It is low noise and has a very low EMI 
output. The card cage and power supplies are mounted to 
allow for maximum free flow of air. The top cover is 


inserted with the air vent holes to the front of the system. 


Power Supplies 


The power supplies for the X-Y monitor are an integral part 
of the monitor and are hence covered in the manual for the 
monitor. 


The power distribution schematic for the 67119 is given in 
Figure 3.1.2. Both fuses, Fi and F2, are internal to the 
enclosure and the cover must be removed to change the fuses. 


Fuse, F2, provides protection for the 3-D system power 
supplies and fan. 


The 3-D system, Model 67119, requires three voltages for 
operation: 

+15 vbc @ 1.5 Amp. 

-15 vDC @ 1.5 Amp. 

+ 5 VDC @ 1.2 Amp. 


The power supplies are manufactured by Condor, Incorporated, 
2311 Slathaw Parkway, Oxnard, California 93033. A dual power 
supply, Condor P.N.:BB1i5-1.5, is used to supply both +i5VDC @ 
1.5 Amp. and -i5VDC @ 1.5 Amp. 


The output lines are shown in Figure 3.1.2. The power is 
carried to the backplane through the Red (+15VDC) and Black 
(-15VDC) lines; the supplies have "sense lines" that control 


the voltage at the backplane terminals. The backplane 
voltages are returned to +S (red) and to -S (black) located 
on the power supply. The ground !ine is handled ina similar 
manner. 


The +S5VDC @ 1.2 Amp. is supplied from a Condor, Model No. AS- 
1.2/0VP power supply. The system connections for the +SVDC 
supply are shown in Figure 3.1.2. 


All power supplies are wired for 120 VAC operation. For line 


voltages other than 120 VAC consult OEI for correct system 
modifications. 


Card Cage 


The Card Cage supplied with the 3-D Frame is designed to hold 
up to eight 4 1/2* x 6 1/72" circuit cards with 44 pin edge 
connectors. The frame also includes the 44 pin jack 
connectors for connecting the cards to the backplane wiring. 
The wiring and card selection may vary depending on the 


system application. The card cage is mounted with the 
backplane toward the front panel to minimize the length of 
control lines from the front panel and to provide efficient 


air flow around the cards. 


Specific wiring of the card cage is covered in a _ separate 
section relating to the system configuration. 


Front Panel Controls 


The electronic modules available for use in the 3-D systems 
use control voltages as input parameters. Reference voltages 
of +10.00VDC and -10.00VDC are used:-to generate the control 
voltages through potentiometers mounted on the front panel. 
This approach minimizes the use of high frequency signals on 
the front panels where the signals could be rapidly degraded 
by stray signals and coupling capacitances. 


The potentiometers that are generally used have concentric 
shafts to increase the number of possible control functions 
on the front panel. 


The exact layout and configuration is given in a _ separate 
section on the specific system configuration. 


6L-29 ONIYIM IWNSIS TANVd 4OVd Lire AYADIA 


\I 


sit Gdvd OL <_< 9 _X- LOATAS LAANI 


\I 


: tx 
S-lif OL ef 

6-Hf OL cx 
cf 

3 1x 
OI-TEf OL Ir 


c-7lf OL oi LAdNI OACIA 


64-29 HO4 NOLLNGIYLSIG HAMOd CVE ANNO! 


GND O 


LHM/NUYO 


dAO/Z°1-SV 


YOLINOW MOAHOD VLIVd AHL NI SI Td 


>: HLON 
NVd4 — 
M14 
dWV sit ASN 
cH 
ANI 
OVA OCI 
YOLINOW A-X OL 
OVA OCI 
Ge ee ee 
DQVA0ZI - dNVI HAO/NO 


YMOLINOW A-xk ASNdA YAMOd 


SECTION 4 SYSTEM OPERATION 


SECTION 4.1 3-D MANIPULATION 


The goal of presenting visual data is to communicate the 
relationship the variables have with one another. Two 
dimensional information can be displayed as a single plot of 
the two variables; however, three or more simultaneous 
variables present significant display problems. If the 
information can be fed into a computer, a three dimension 
display may be generated using standard graphic display 
techniques. 


Given the requirement that the data are very high speed, 
video, or that it is necessary to view the data from various 


orientations, the problem then becomes more difficult with 
the necessity for greatly increased processing speed. Many 
applications also require the data to be modified by edge 
enhancement, gray level detection, filtering, smoothing, or 


classification. 


Digital signal processing is often the approach used. 
Information generated from a video camera can be digitized 
and stored by using a frame grabber and frame buffer storage. 
The digitized data can then be processed directly by the 
computer or by special image processing boards that will 
handle the rates required for real time image processing. 
The processed image may be presented ina variety of ways 


which might include edge enhancement, false color, 
histograms, or ratioed. General software is available for 
image processing; however, specific software for a given 


application would have to be generated by the system user or 
designer. 


Video images or high speed data may also be processed in the 
analog mode or combined into a hybrid system using both 
analog and digital techniques. 


System bandwidth is a major design concern in an analog 
system in order to prevent degradation of the information. 
Analog processing can be accomplished using high speed 


multipliers, summing amplifiers, and complex function 
modules. A high speed X-Y monitor with a SMHz bandwidth is 
used for displaying the information. The generation of 


software is not required to view or manipulate a three axis 
image. No storage is required. 


Analog Presentation 


Data collection using video cameras is definitely increasing 
in the areas of automation, inspection, and identification. 
In many applications, digital signal processing can be fully 
utilized; however, there are many applications that require a 
human to provide the pattern recognition or to make a value 
judgment about the image that falls outside the realm of 
digital processing. It is in these application areas that 
analog processing can be utilized. 


A monochromatic video signal is the result of four 
components: vertical and horizontal axis, gray level, and 
time. Initially, let us assume the camera is fixed on a 


single object so that we can neglect time as a variable. 


The horizontal and vertical scans give a spacial map of the 
area viewed by the camera, but there is no information about 
the object without the gray level information. The three 
variables taken together present a map of the light intensity 
measured at the imaging surface. 


. A standard monitor uses the gray level information to 
modulate the CRT’s beam intensity. Horizontal and vertical 
scans provide X and Y data and the gray level is interpreted 
as the third axis, or Z axis data. With real time 
information, it is quite difficult to make a quick value 
judgment as to whether one area is more gray than another, 
and by how much. Pattern recognition is also very difficult 
if there is a very narrow range of gray levels. Digital 
signal processing may very well lose part of the needed 
information if the digitizing steps are large in comparison 
to the gray level variations. 


In the analog processing mode, the three axes of information 


are processed so that the vertical and horizontal signal 
present the xX-Y information and the gray level is used _ to 
deflect the CRT’s beam in the Z_ direction. This is 


illustrated in Figure 4.1.1. 


The deflection of the beam in the Z direction is directly 
proportional to the gray level. The resulting display 
contains all of the original information from the scanned 
object. 


All signal levels and display orientation may be modified by 
the system operator. Using the system’s controls, it is 
possible to magnify the change in gray level so that the 


details of the object are more recognizable. 


The basic system diagram in Figure 4.1.2 gives the 
configuration used for video signal processing and three- 
vector information. The input module locks onto the incoming 
Video signal, RS-170, and produces horizontal and vertical 
ramp voltages along with the gray level signal which has been 
stripped off the synchronization pulses. Analog processing 
combines these signals into the desired display. 


The same configuration can accept the information in the form 
of three non-video inputs: Xi, X2 and X3. The display will 
be a direct plot of the three variables. 


By using high speed analog processing,. the displayed image 
may be manipulated in a number of ways in order to enhance 
the input data for analysis. A system can be designed with 
all or part of the following controls depending on the 
requirements of the application. 


. Rotation 

P Magnification 

Zoom 

Translation 

‘ Crop and Slice 

Shading and Perspective 
- Stereo Viewing 


NOOR UNE 


The functions may be controlled manually from front panel 
potentiometers, or the control voltages may be derived from a 
computer, transducer, or input control. 


The image may be independently rotated about all three axes. 
Zoom control expands or reduces the image by the same amount 


on each axis. Translation simply moves the image position on 
the X-Y display. 


Cropping allows a_— small section of the display to be 
selectively displayed. The selected section can be rotated 
and magnified to fill the screen. 


Slicing allows limits to be placed on the gray level so that 
only the region which lies within the limits will be 
displayed; the rest of the image is blanked. 


Shading of the image can be added to provide perspective to 
the image. 


Applications 


Image enhancement of a video signal is achieved by modifying 
the image and by viewing the gray level as a displacement of 
the beam. 


Motion is also enhanced since the human eye can easily detect 
the movement of the displaced image where it cannot readily 
see motion ina nearly uniform gray region on a_e standard 
display monitor. 


With proper surface lighting, defects in parts can be readily 
detected by enhancing the video image. The resulting three 
axes display reduces operator fatigue and minimizes the 
chance of overlooking a defect. 


Information generated by mnon-video sources can also be 
displayed in the same manner. 


Geometrical images generated by computer can be modified and 
rotated in space without the need for high speed graphics and 
software. 


Additional applications include medica} imaging and 
astronomy. 


hie 


FIGURE 4.1.1 Three axes of information are processed 
so that the vertical and horizontal signal present the 
X-Y information and the gray level is used to deflect 
the CRT's beam in the Z direction. 


TABLE 4.1 


INITIAL CONTROL SETTINGS 


ee Power OFF 


2. X-Y monitor controls 
a) Intensity CCW-FULL 
b) Focus Mid-point 
c) Position 
1) Horizontal Mid-point 
2) Vertical Mid-point 
3. Front panel 3-D manipulator controls 
CONTROL POSITION 
CROP/SLICE DOWN 
SLICE POSITIVE DOWN 
SLICE NEGATIVE DOWN 


Xi ROTATION 
X2 ROTATION 
X3 ROTATION 
ZOOM 


VERTICAL TRANSLATION 
HORIZONTAL TRANSLATION 


PERSPECTIVE 
Xi - SIZE 


CROP LEFT 
CROP RIGHT 
CROP TOP 
CROP BOTTOM 


SLICE WIDTH 
SLICE LEVEL 


CONTRAST 
SHADING 


4. Rear panel controls 


INPUT SELECT 


CCW-FULL (0 


CCW-FULL (0. 


CCW-FULL (0 


Mid-point (12:00 O'clock) 


Mid-point (12:00 O’clock) 
Mid-point (12:00 O'clock) 


CCW-FULL 
CCW-FULL 


CCW-FULL 
CCW-FULL 
CCW-FULL 
CCW-FULL 


CCW-FULL 
CCW-FULL 


Mid-point (12:00 O’clock) 
Mid-point (12:00 OQ’clock) 


OUT 


ROTATION) 
ROTATION) 
ROTATION) 
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SECTION 4.2 


OPERATION USING VIDEO INPUT 


The set up and operation of the 3-D manipulator system is 
generally straight forward; however, it is possible to become 
confused with ali of the input controls when first starting 
to use the system. System input may be from either a_ video 
signal in the RS-170 (NTSC) format or three input vector 
voltages Xi, X2 and X3. All inputs are on the rear panel. 
Next to the BNC input connectors is the "INPUT SELECT* 
switch. When the switch button is in the “"*out™ position, the 
BNC connector designated "VIDEQ INPUT" is selected. Pushing 
the button on the switch to the "in" position disconnects 
VIDEO INPUT and at the same time connects the vector voltage 
inputs, Xi, X2 and X3, to the system. 


The use of the VIDEO INPUT will be reviewed first, fol lowed 
by a discussion of how to use the vector inputs. 


Video Input 


First and foremost - DO NOT TURN POWER ON - until the initial 


control positions have been set on the front panel. It is 
possible to burn the face of the CRT with a high beam 
current. The system has internal circuits to limit the beam 


current to avoid damage, but if the controls are first 
initialized, it can prevent a possible set of conditions that 
could result in damage to the CRT face. The electronics and 
controls will not be damaged by any combination of control 
settings. 


System Initialization 


To initialize the 3-D manipulator, follow the control setings 
given in Table 4.1. DO NOT TURN POWER ON before you have set 
the controls. 


After the controls have been initialized connect a video 
input from a camera to the rear BNC connector marked VIDED 
INPUT. (Format: RS-170) 


TURN POWER ON. No image should be seen on the X-Y monitor. 
(Note: The video input is internally terminated with a 75 
resistor; if a standard video monitor or other equipment is 
connected in series in the video line, make sure that the 
line is not also terminated in the ancillary equipment. ) 


Increase the X-Y monitor INTENSITY control (clockwise- 


rotation) until the raster scan is just visible. Keep the 
intensity very low, i.e. very dim. Rotate "Contrast" 
clockwise to approximately mid-range. Then rotate "Shading" 
clockwise to approximately mid-range. The video image should 


now be visible to the operator. CONTRAST and SHADING can now 
be varied to see their respective image response. 


Adjust the Vertical and Horizontal POSITION controls on the 
X-Y monitor to center the image within the area of the 
monitor face. 


The video image should now be visible and appear in the same 
Manner as on a video monitor. 


Rotation 


There are three axes of rotation; if Xi Rotation control is 
moved, the image will be rotated around the Xi axis, i.e. the 
axis which is normal to the screen. Each rotation control 
has 360 degrees of rotation. When the rotation is 
counterclockwise-full, the image rotation is 0; when rotated 
clockwise, the rotation angle increases to 360 degrees. 


Using the three ROTATION’ controls, rotate each control 
separately in a clockwise direction and then back to full 
counterclockwise. This will demonstrate the result of each 
control on the image. 


Next try a combination of rotation controls to see the total 
effect on the image. 


Return all ROTATION controls to their full counterclockwise 
positions. 


Zoom 


Rotate the ZOOM control from its midpoint position. The 
image should get smaller with counterclockwise rotation and 
larger with clockwise rotation. ; 


Return the ZOOM control to its midpoint. 


Translation 


The 3-D manipulator also has Vertical and Horizontal 
translation controls in addition to the position controls on 
the X-Y monitor, Both sets can be used; however, by setting 


the Position Controls on the X-Y monitor to their midpoints, 
the translation controls on the 3-D manipulator can then be 
used for the full range of translation. (Note: When the 
Crop and Slice functions are in use, there are internal 
offset voltages generated to automatically keep the image 
centered. ) 


Xi-Size 


Rotate the image about the X2 axis by turning the X2-ROTATION 
control to the 9:00 O’clock position. The image will rotate 
90 and appear as a single horizontal line on the monitor. 
Rotate Xi-SIZE clockwise. The line will expand due to the 
amplification of the X1 information. The X1 axis corresponds 
to the gray level amplitude of the video image. 


Rotate the image using the X2-ROTATION control. The other 
two axes may now be rotated to see the visual effects. The 
ZOOM control may also be used to change the image size. 


Crop And Slice 


Return controls to the positions given in Table 4.1. Set the 
SHADING control to 9:00 O’clock position, and turn the 
CROP/SLICE switch on (i.e. Up position). 


Rotate the CROP LEFT control clockwise; this will start to 
crop, or blank, the left side of the image. 


Rotating the other three CROP controls, Right, Top = and 
Bottom, will crop the corresponding portion of the image. 


As the image is cropped an internal translation voltage is 
generated to reposition the remaining part of the image _ to 


the center of the monitor. The remaining portion of the 
image may then be processed using the Rotation, Zoom, or X1i- 
Size controls. The image will remain centered. 


Rotate the Crop controls fully counterclockwise. 


Turn the POSITIVE SLICE switch on, and rotate the image arond 
the X2 axis using X2~-ROTATION (9:00 O'clock position). The 
image should be a single horizontal line. Rotate Xi-Size 
clockwise until the height of the lines is about half the 
vertical size of the monitor screen. Rotate the SLICE LEVEL 
clockwise, as the level is changed, more or less of the 
positive image amplitude will be blanked from the monitor. 


Turn the POSITIVE SLICE off and rotate the .SLICE LEVEL 
counterclockwise. Turn the NEGATIVE SLICE on and rotate the 


SLICE LEVEL clockwise, as the level is changed, more or less 
of the negative image amplitude will be blanked from _ the 
monitor. 


Turn both the NEGATIVE and POSITIVE SLICE switches on and 
rotate the SLICE WIDTH clockwise. A slice of the image will 
be generated with both positive and negative amplitudes 
blanked from the monitor. 


The lower slice level is determined by SLICE LEVEL and _ the 
upper slice level is the sum of the SLICE LEVEL plus SLICE 
WIDTH. The slice width will remain constant if the slice 
level is changed. 


The image may now be processed using the other functional 
controls. 


If you have trouble with the process controls, return to’ the 
initial conditions given in Table 4.1. 


Perspective 


Set the controls to the initial conditions given in Table 
4.1, Rotate the image around the X2 axis using the X2- 
ROTATION control leaving the image tilted backwards 60 ; 
rotate the PERSPECTIVE control clockwise. The top of the 
image will become smaller than the bottom giving the 
impression that the top of the image is farther away from the 
viewer than the bottom of the image. Rotate both SHADING and 
CONTRAST and note the visual effects on the image. 


All of the controls may now be used in combination. Should 
there be a problem or confusion about the controls, call OE! 
and ask for assistance. 


SECTION 4.3 


QPERATION USING 3-VECTOR INPUT 


The 3-D manipulator may be driven by either a video signal 
input (RS-170) or by three vecrtor voltages, X1, X2 and X3. 
All inputs are on the rear panel and selection is made via 
the INPUT SELECT switch on the rear panel. For the vector 
inputs, the switch must be depressed in. 


The voltage range on the three inputs is: +10.00 volts, 
(max. +15V) and the input resistance is: 1.5M. 


Using the vector inputs is very general and allows’ the 
operator complete freedom in designing and orienting the 
display. However, visualizing the resulting image before 
setting the system up may prove to be difficult for someone 
trying it for the first time with a new set of variables. 
The use of several function generators to learn how to 
generate images may be very helpful. We have included a 
short description of how various shapes can be generated. 
This may be helpful in generating meaningful images using the 
vector inputs. 


SECTION 5 CARD FUNCTIONS AND SCHEMATICS 


SECTION 5.1 


VIDEO TO ANALOG CONVERTER CARD 
Card Model No.: S6080A 


CIRCUIT DESCRIPTION: The 66080 uses the Model 6280A module 
to perform a conversion of composite video into the basic 
components of positive video, negative video, horizontal and 
vertical sync and blanking pulses, plus vertical and 
horizontal deflection ramps. Customer optional components 
can be added to change the 66080 from standard 525 line, 60 
frames per second video to other scan rate systems. 


The heart of the 66080 card is the 6280A module. 


CIRCUIT DESCRIPTION: Model 6280A is a composite video to 
analog converter designed specifically for use in a 3-D 


display system to produce isometric video displays. It can 
be used in other applications for manipulating video in 
special effects and in computer analysis of video images. 
The 6280A produces video less sync pulses, horizontal and 
vertical sync and blanking pulses and horizontal and vertical 
ramps. It is internally set for a scanning rate of 15.7 kHz 
horizontal, and 60 Hz vertical. Other rates can be 
externally set. The 6280A will accept interlaced sync. 


The 6280A module pin out diagram is shown in Figure 5.1.1. 


The card schematic used in the 3-D system is given in Figure 
5.1.2 and the inverting amplifier for the horizontal output 
is shown in Figure 5.1.3. 


Signal flow through the 66080 card is illustrated in Figure 
5.1.4. The composite video signal is applied to the card 
using a 75 coax line; the 75 termination resistor is not on 
the card, but should be attached on the rear edge connector, 
J8, between pin 2 and pins C and D. If the input line is 
terminated elsewhere, this resistor should not be included in 
the system. Other line impedances may be used by properly 
teminating the lines. 


The video input is processed by the 6280A module. The sync 
pulses are stripped from the input video signal. The video 
is then inverted and given as the Xi output on edge connector 
pin 7. 


Additionally, the sync separator generates vetical and 
horizontal timing pulses which are available at the edge 
connector on pins N and T, and are used internally to trigger 
the vertical and horizontal ramp generators. The vertical 
ramp becomes (X3) and leaves the card on connector pin 4. 
The horizontal ramp is inverted and becomes (X2) at connector 
pin 5. The ramp outputs are +10V full scale. 


Composite blanking is also generated by the 6280A module, pin 
19, and is connected to pin P on the edge connector. 


The module and card specifications are given in Tables 5.1.1 
and 5.1.2, respectively. 


The edge connector pin list is given in Table 5.1.3, and the 
component layout is given in Figure 5.1.5. The component 
list is given in Table 5.1.4. 
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FIGURE 5.1.1 COMPOSITE VIDEO TO ANALOG DISPLAY 
CONVERTER MODEL NO 6280A 


TABLE 5.1.1 


Modei 6280A 


COMPOSITE VIDEO TO 
ANALOG DISPLAY CONVERTER 


SPECIFICATIONS: : 


Video Input 
Resistance .. 


Volluge Level .... 


Polarity ..... 
Video Output 

Voltage Level 

Polarity 2... 


Ramp Outputs 


Voltage Level ....0.. 
in Gd tates ania deers: dye eS Negative going 


Polarity ..... 
Sync! Blanking 


Voltage Level . 


aed, Reis cuban Renown 100 k ohm minimum 

Age hie duped Boao 1.4 volis peak-to-peak 
nominal 

sieeraulsraiecheraiin eageGas atte aetyats Positive Video only 

0 to 10 volts full scale 

Both positive and negative 

video provided 


5 eats aa lenseae +10 volts full scale 


pase +15 volts “HIGH” 
+0,1 volt “LOW” nominal 


POUALILY 2 odes kone ea omete aoe Stee ee, wad Positive pulses 
Frequency Response 
Video Bandwidth oo... wee. eee 1Hz to 3MHz, -3dB points. 
nominal : 


Syne Pulse . 
Temperature Environment 
Operating Range 
Storage Range. ..... 
Thermu! Resistance of Module ..... 
Quiescent Temperature Rise ........ 
Power Required 
Minimurn Voltage 
Nominai Rated Voitage. . 
Maximum Voltage... 2. fe, 
Quiescent Supply Current ...... ~~... 
Quiescent Power Dissipation ....... 
Size... ¥ se petran gh hook or 


100ns nse and fall nominal 


.-55°C to +85° C 


-65° C to +100 C 
15° C/watt maximum 
23° C above ambient max. 


212 volts 


.218volts 


+35inA maximum 
105GmW maximum 


.3.25 inches by 1 Sinch by 


0.625 inch high 
8.26 cm by 3.81 cm by 


; 1.59 cm high 
Weight: 2c, 052. Gok rotekty & fe a rev ed 4 ounces 114. gm 
SOCKCU Lo od aol Rs Bia lo ae OE! iwodel 11028 


.. 261.000 hours 


NOTES: 1-The above specifications are measured at =15 volts suppl 
and +25° C ambient. 
CASE STYLE: This is a module having 16 pins. 


Pins are Gold Plated per MIL-G-45204, type 2. class 2, 0.04C 
inch (0.102 cm) in diameter. 


Dimensional tolerance is +0.010 inch (+0.0254 cm). 


Material is Glass Fiber filled Diallyl-Phihalate with filled epoxy 
encapsulant. 


Dimensions are in inches (centimeters}. 
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Model 66080 


COMPOSITE VIDEO 


TO ANALOG CONVERTER 


SPECIFICATIONS: * 


CARD 


The following data does not include the 6280A Module. For more 
information check the 6280A data sheet. 


Temperature Environment 
Operating Range .... 
Storage Range 

Power Required 
Minimum Voltage 
Nominal Rated Voiltage........ 
Maximum Voitage .......-..-- 
Quiescent Supply Current ..... 
Quiescent Power Dissipation... 

SIZE eee ened po PN foe oat ee 


Weight 
MTBF-per-MIL-HDBK-21 
Connector 


7B-GF... 


oC to +70 C 
-55°C to +100°C 


+13 volts 

+15 volts 

+18 volts 

+3 milliamps maximum 

90 milliwatts maximum 

6.5 inches long by 4.5 inches wide. 
Suitable for mounting on 1.0 inch 
centers. ° 

3.5 ounces 100 gm 

1,349,000 hours 


.. Standard card edge connector 


two rows of 22 contacts on 
inch centers for .062 inch thick 
circuit boards. 


NOTES: 1-The above specifications are measured at +15 volts supply 


and +25° C ambient. 


TABLE 5.1.2 
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FIGURE 5.1.3 INVERTER AMPLIFIER FOR H-OUT 66080 


TABLE 5.1.3 


COMPOSITE VIDEO TO ANALOG CONVERTER CARD 


MODEL NO. 66080 


EDGE CONNECTOR: 


FUNCTION 

+15V 

-15V 

Common 

H-Syne Out 
Blanking-Out 
V-Syne Out 
Positive Video Out 
Negative Video Out 
Inverted H Ramp Out 
H Ramp Out 

V Ramp Out 


Composite Video In 


V-Ref. Out 
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MODEL NO. 66080 


ID# 


UL 


c1i,C2 


R1-5 


R6,7 


PART # 


150367 


180023 


TABLE 5.1.4 


DATE 10-9-87 


PARTS LIST 
DESCRIPTION MFGR # 
Integrated LF351N 
Circuit 


Capacitor 1.0 Micro F 


Resistor 100 OHM 


Resistor 3K 


OEI 6280A 


MFGR 


NAME 


National 


Kermet 


OE! 


V0879 FINGOW 
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SECTION 5.2 


INPUT INTERFACE CARD 
Card Model No.: 66911 


The input interface card provides high frequency switching 
between the video signals from the video to analog converter 
card, 66080, and the auxillary inputs X1, X2 and X3. In 
addition, the card provides reference voltage switching and 
input voltage buffer amplifiers for the crop and slice 
functions on the 66034 card. 


The high frequency switching is done with analog switches and 
helps to maintain the integrity of the input signals. The 
block diagram for the 66911 is shown in Figure 5.2.1. Analog 
switches Ui and U2 provide the switching between two sets of 
input axes: 


Set. 1 us Video Xi 
Video X2 
Video X3 


Set 2: Aux Xi 
Aux X2 
Aux X3. 


Set 1 is generally used for the input lines from the video to 
analog converter, 66080A. The video lines are connected so 
that X11 corresponds to the video intensity, and X2 and X3 
correspond to the horizontal and vertical ramp inputs, 
respectively. Video blanking is also switched; when the 
auxillary inputs are selected, the video blanking output, 
(D), is switched to ground. 


The high frequency lines (X1i,X2,X3) are connected to buffer 
amplifiers which are capable of driving 100mA max. lines. 


Analog switches, U3 and U4, apply +10VDC reference voltages 
to the control potentiometers when the crop and slice 
functions on the 66034 card are used. The analog switches 
change state when the corresponding enable lines are held at 
ground level (11,12,13). 


The control voltages for the crop functions are derived from 
their respective potentiometer and have a voltage range of 
+10VDC. Amplifiers US and U6 are dual buffer amplifiers 
which drive the control voltage inputs of the 66034, crop and 
slice card. 


The complete card schematic for the Input Interface Card is 
given in Figure 5.2.2 (3 sheets). ; 


The card layout for the 66911 card is given in Figure 5.2.3, 
and the parts list is given in Table 5.2. 
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SCHEMATIC DIAGRAMS FOR THE INPUT INTERFACE CARD, MODEL 66911. 
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TABLE 5.2 


MODEL NQ. 66911 DATE 10-9-87 
PARTS LIST 
MFGR 
QTY ID# PART # DESCRIPTION MFGR # NAME 
4 U1,2,3,4 150430 1.C. H13-0303-5 Harris 
CMOS Analog Sw. #1303 
2 US,6 150386 1.C. LF353N National 


Wide Band Dual 


3 US,10,11 150440 I.C. HA3-5033-5 Harris 

2 CR1,2 160017 Diode IN4148 Gen Elec 
2 C43,44 180075 Capacitor 10 Micro F Kemet 

ah C45 180024 Capacitor 15 Micro F Kemet 
18 C10-19 180023 Capacitor 1.0 Micro F Kemet 

c1i-8 
3 Ri,4,6 Resistor 10K 
5 R2,3,5, Resistor 1K 


7,8 
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SECTION §.3 


CROP/SLICE AND ZOOM CARD 
Card Model No.: 66034 


The 66034 card requires two madules for full operation. 
Module No. 6134 provides image magnification and Module No. 
6194 produces the crop and slice functions. Additional 


circuitry on the card automatically centers the image when 
the crop and slice functions are in operation. 


Module No. 6134, Image Magnifier, provides a convenient 
method of zooming or magnifying and minifying an _ image, 
whether 2-D or 3-D. The image size is directly proportional 
to the control voltage. The voltage gain of the signal path 
varies from zero to unity. If the module is combined-with a 
gain of 10 amplifier, the image may be magnified by 10X or 
reduced down to zero. The input control voltage has a 0.0 to 
+1OVDC range. 


The module block diagram is given in Figure 5.3.1. All three 
input vectors, Xi, X2 and X3, are amplified by the same 
factor. A +10VDC reference is required for proper operation. 


The module’s specifications are given in Table 5.3.1 and the 
module pin out is given in Figure 5.3.2. 


Crop and slice functions are provided by Module No. 6194. 
The inputs to the 6194 are three vectors, X1, X2 and X3, and 
control voltages. Figure 5.3.3 illustrates the crop 
function. The object is to crop, or remove, sections of the 


image leaving only the desired portion of the image displayed 
on the X-Y monitor. The 6194 does not modify the X11, X2 and 
X3 voltages directly, but compares the vector voltages to the 
contro! voltages. The resultant output is a blanking signal 
which blanks the X-Y monitor’s beam when the blanking signal 
is low. 


Additional circuitry may be added to the 66034 card which 


will keep the cropped image in the center of the screen. 
This is a great advantage if the image is zoomed or rotated. 
The cropped image will remain in the center when magnified or 


rotated. The functional block diagram of the crop and slice 
module is given in Figure 5.3.4. 


The slice function generates a blanking signal which is 
combined with the one from the crop’ function. The slice 
function compares the "Slice Level” voltage, applied to card 
connector pin L, to the vector level, X1. If zero volts is 
applied to card connector pin 13, a blanking pulse will be 
generated which will blank the display for all values of X1 
greater than “Slice Level". If zero volts is applied to card 
pin 12, a blanking pulse will be generated which will blank 


the display for all values of X1 less than "Slice Level". 


If zero volts is applied to both card connector pins i2 and 
13, a slice through the image is generated. The width of the 
slice is determined by the voltage level applied on card 
connector pin K. Once the slice width is set it will remain 
constant in width and follow the Slice Level through the 
image. 


The card bock diagram for the 66034 is shown in Figure 5.3.5, 
and the card edge connector pin list is given in Table §.3.2. 


Component layout for the 66034 card is given in Figure 5.3.6, 
and the component part list is given in Table 5.3.3. 
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Vicdei 6134 


IMAGE MAGNIFIER 
(ZOOM) 
SPECIFICATIONS: ! 
Magnification Range.......... ...... Q to 10X 
Input 
Signal Level .................0005. +10 volts full scale 
Resistance ............. 00. ee eee 10M ohms nominal 
Bias Current............. cece. TOA maximum 
Frequency Response .............-.. DC to 500 kHz 
Output 
signal: Level oc csc ei ed eiae en Ghat +10 volts full scale 
Load Current ............0 02.0000. +5mA minimum 
Control Input 
Voltage Range............0....... Oto +10 volts 
Resistance ..... A Ae recipe ipsa 1.0M ohm minimum 
Temperature Environment 
Operating Range .................. -55°C to +100 C 
Storage Runge... ................ 65 Cto F100 C 
Thermal Resistance of Module ...... 13° C/ watt maximum 
Quiescent Tetnperature Rise... ..... 7° above arnbient maximum 
Power Required 
Minimum Voltage .................£12 volts 
Nominal Rated Voltage............ +15 volts 
Maximum Voltage .................£18 volts 
Quiescent Supply Current .......... £18 milliamps maximum 
Quiescent Power Dissipation ....... 540 milliwatts maximum 
SIZ.) Soin Seis eGo tone panne VN es 2.00 inch square by U.4 inch 
high, 5.08 crn square by 
1.02 ¢m high 
Weight 2... 0 wwe cea .......1.8 ounce 51 gm 
SOCkKEl di. Son Maou ee eats gue hE OEI Model 11028 
MTBF-per-MIL-HOBK-217B-GF ....... 338,000 hours 


NOTES: 1-The above specifications are measured at +15 volts supply 
and +25° C ambient. 


TABLE 5.3.1 


PINOUT FOR MODULE 6134 


FIGURE 5.3.2 


TABLE 5.3.2 


IMAGE ZOOM WITH CROP AND SLICE 


EDGE CONNECTOR: 


a 


ARD NO. 66034 


cee CN EPNWEUDN®@ OO 


>un Myrna Ar 


H2WMNs 


FUNCTION 


+5 Volts 
+15 Volts 
-15 Volts 
Common 

+ V REF 

-V REF 

6194 - VBOC 
6194 - VBO 


MAGNIFICATION 
6134 - X3 In 
6134 - X2 In 
6134 - Xi In 


XZ Out 
XZ In 
Xi Out 
Xi In 
X3 Out 
X3 In 


6194 - LEVEL 
6194 - WIDTH 
6194 - X2P 
6194 - X2N 
6194 - XIP 
6194 - XIN 


6194 - X30 
6194 - X20 
6194 - X10 


PINS M&S 

ARE JUMPERED TOGETHER 
PINS N AND T ARE JUMPERED 
TOGETHER 
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TABLE 5.3.3 


MODEL NO. 66034 DATE 10-9-87 


PARTS LIST 


MFGR 
QTY ID # PART # DESCRIPTION MFGR # NAME 
2 U1L,U2 150386 I.c. LF353N National! 
Wide Band Dual 
3 A2,3,4 150206 I.C. LM318H National! 
OP Amp/Buffers 
1 Al 150367 I.C. LF3S1iN National! 
3 C1,2,3 180023 Capacitor 1 uF Kemet 
9 R7,8,11,12 “Resistor 3K 
13,14,19,20,21 
4 R1,2,16,18 Resistor 10K 
2 RiS,17 Resistor 20K 
6 R3,4,5,6, Resistor 100K 
9,10 
1 RV1 191633 Resistor, 1OK 20T Allen 
Variable Bradley 
1 Qi 170086 Transistor SO 211DE Signetics 
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SECTION 5.4 


BASIC 3-D SYSTEM CARD 
Card Model No.: 66014 


Module 6114 and the associated 66014 card form the heart of 


the 3-D display systen. The module generates the aerial and 
geometric perspective, interposition and movement parallax 
cues. 


The complete card schematic diagram is given in Figure 5.4.1; 
however, the auxillary amplifiers are not used in the 3-D 
manipulator. All 66014 cards are suplied with the auxillary 
amplifiers and components. The inputs to the amplifiers are 
set to zero by grounding pins 1, 2 and 3 in the 3-D 
manipulator. The card configuration used in the 3-D 
manipulator is given in Figure 5.4.2. 


The internal module function block diagram is shown in Figure 
5.4.3. 


The component layout for Card No. 66014 is shown in Figure 
5.4.4, and the card pin test is given in Table 5.4.1. The 
component list is given in Table 5.4.2. 


Two high speed multipliers are used to generate the three- 
dimensional effects seen on the X-Y monitor display. The 
vertical and horizontal translation control voltages are also 
applied as inputs to translate the image on the monitor. 
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TABLE 5.4.1 


BASIC 3-D DISPLAY 


PIN FUNCTION 

20 +15 Volts 

19 -15 Volts 

18 Common 

17 +V REF 

16 -V REF 

14 P In 

13 V Out 

12 H Out 

10 X30 

8 X20 

6 X10 

3 X3 In 

2 X2 In 

1 X1 In 

Ss 6170 - EOQ+ 

R X3P 

N X2P 

M 6170 - 0-90 
K V - Translation 


H H - Transtiation 
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MODEL NO. 66014 


ID#t 


41 


R16,18 
20 


R9g,10 


Ri1,12,13 
14,15,25, 26 


R17,19,21 


PART # 


150206 


180023 


180034 


180040 


191643 


TABLE 5.4.2 


PARTS LIST 


DESCRIPTION 


IC OP Amp/Buf 


Capacitor/uF 


Capacitor 
100 pF NPO 


Capacitor 
33 pF NPQ 


Resistor, 
Variable 


Resistor 
100 OHMS 


Resistor 1K 


Resistor 


Resistor 10K 


Resistor 


Resistor 30K 


10K 1% 


DATE 10-9-87 


MFGR # 


LM318H 


RTSL104 
100K 20T 


MFGR NAME 


National 


Kemet 


Corning 


Kemet 


Allen Bradley/ 
Bour 
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SECTION 5.5 


3-D VIDEO OUTPUT CARD 
Card Model No.: 66082A 


X1 Size 


The Xi Size control, Figure 5.5.1, varies the amplitude of 
the Xt vector, or Z axis. An analog multiplier connected 
between card pin 1, 3 and 6 provides a controllable gain 
which is directly proportional to the control voltage applied 
to pin 1; pin 6 is the vector input value and the 
corresponding product term is on pin 3. The control voltage 
input ranges from zero to +10VDC. 


Line Drivers 


The inputs to the X-Y monitor are all terminated by 50 = £4ohm 
resistors to match the coaxial cable interface, Figure 5.5.2. 
The result is that the line driver amplifiers on the 66082A 
must all be capable of driving the 50 lines. Amplifiers 
U17, US and U6 are designed to drive the 50 lines. The 51 
resistors in series with the amplifiers matches the 
termination and line impedance. The line drivers are unity 
gain (+1) amplifiers. 


Blanking and Contrast 


The Z output from the 66082A is used to modulate the 
intensity of the X-Y monitor, Figure 5.5.3. The amplifier 
arrangement preceeding the Z line driver, U17, combines’ the 
intensity functions, contrast and shading, along with the 
blanking signal, to generate the beam modulation input 
signal. 


If the blanking signal goes low, zero volts, the output of 
the Z line driver will be 1.0 volts which will cut the beam 
off. The output then ranges from +1.0 volts, beam cut off, 
to 0.OV, beam at full intensity. 


Note, care should be taken to insure that the beam intensity 
does not exceed the limits of the X-Y monitor and damage the 
screen. The intensity contro! of the X-Y monitor will change 
the intensity range of the total system. The monitors 
intensity should be kept as low as possible during system 
set-up to avoid overdriving the beam current. 


Perspective and Shading 


The perspective function operates on an image in such a 
manner as to reduce the width of the image which is in the 
background as illustrated in Figure 5.5.4. The visual 
effect of the resulting image is similar to that of a 
perspective drawing. 


The shading function allows shading to be added to the image 
to increase the contrast within the image. 

Card Schematics 

The card schematic for the 66082A is given in Figure 5.5.5a 


and b. Component layout is shown in Figure 65.5.6, the 
component list is given in Table 5.5.1. 


CG) X1 - SIZE 
OUT 


FIGURE 5.5.1 BLOCK DIAGRAM FOR X1 - SIZE CONTROL. (66082A) 


512 M HORIZ 


10 


BUFFER DRIVERS 


FIGURE 5.5.2 HORIZONTAL AND VERTICAL LINE DRIVERS, Z.=50x. 
(66082A) 


TABLE 5.5.14 


MODEL NO. 66082A DATE 10-9-87 
PARTS LIST 


MFGR 
QTY ID PART # DESCRIPTION MFGR # NAME 
5 US,6,10 150440 Integrated HA-5033-5 Harris 
14,17 Circuit 
3 U11,16 15046 Integrated LM31i8N National 
15 Circuit 
1 US 150386 1.C. LF353N : National 
Wide Band Dual 
3 U4,7,8 150257 I.C. 4 Quad ICL-8013-CCTZ Intersil 
Analog Multiplier 
L U13 150435 Integrated MM74HC27N National 
Circuit 
2 U2,3 150481 I.c. OP27EP PMI 
1 UL 150417 1.C. Prec. REF O1 EZ PMI 
; Volt Ref. 
3 D1,2,3 160040 Diode IN6263 Hewlett 
Packard 
1 Qi 170131 Trans PNP 2N 6710 National 
1 Q2 170132 Trans NPN 2N 6707 National 
43 C1i-44 180020 Capacitor 0.1 uF Kemet 
29 C45-72 180023 Capacitor 1.0 uF Kemet 
2 C73,74 180075 Capacitor 10 Micro F Kemet 
2 C28, 35 180008 Capacitor 100 pF Corning 
2 Resistor 30 
3 Resistor 51 
2 Resistor 100 
6 Resistor 1K 
11 Resistor 10K 
15 RV1i-15 191642 Resistor 10K 3006P-1-103 Bourns 
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NOTE 1. PLACE CAPACITORS WITHIN 3 INCHES OF IC PIN CONNECTOR 


FIGURE 5.5.5a SCHEMATIC FOR THE 3-D VIDEO OUTPUT CARD (66082A) 


1 OF 2 
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FIGURE 5.5.5b SCHEMATIC FOR THE REFERENCE POWER SUPPLIES 


ON CARD 66082A. 
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SECTION 5.6 


IMAGE ROTATOR CARD 
Card Model No.: 66025 


The image rotator card is used in conjunction with the image 
rotator module, No. 6125, in a 3-D system. The module and 
card may also be used in other systems for the rotation of 
vector information. The rotation angle is a function of the 
angle voltage input. The module can produce a full 360 of 
rotation. 


VECTOR ROTATION 


The rotation of a point (X,Y), as shown in Figure 5.6.1, is 
accomplished by the following transform: 


X’ = X cosO - Y sinO 

Y’ = X sinO + Y cosO, 
where X’, Y* are the new coordinate points following a 
rotation of O degrees. A counterclockwise rotation is 
considered to be a positive angle. Rotation is about the Z 


axis which does not reside in the plane formed by the X and Y 
axes. 


The position of the initial point (X,Y) is supplied to the 
rotator module as two proportional voltages. The third input 
is a voltage which is proportional to the angle of rotation. 
The functional block diagram of the module is illustrated in 
Figure 5.6.2. 


The voltage, 0, which is proportional to the angle of 
rotation is converted through a sine/cosine generator into 
two voltages which correspond to the values of sinO and cos0O. 
Four high frequency multipliers provide the respective 
trigonometric product terms. Two amplifiers then complete 
the rotation function by summing the correct terms. The 
outputs X’ and Y’ are the new vector coordinates of point 
(X,Y) after rotation through the angle QO. 


The 6125-A performance curves are given in Figure 5.6.3. 
Note that a zero degree rotation corresponds to a -10.0OVDC 
input on pin 9, Q. Zero volts corresponds to a 180 rotation 
as shown in Figure 5.6.3. 


FIGURE 5.6.1 THE ROTATION OF THE POINT Pov) THROUGH 
THE POSITIVE ANGLE @ TO THE NEW COORDINATES (X’,Y’). 


SPECIFICATIONS 


ELECTRICAL 


Specifications at Ta = +25°C. Veg = +15VDC unless otherwise noted. 


pmo | Csd 
[PARAMETER | conpimion | in| Tv | MAX | UNITS | 


TRANSFER FUNCTION 


A-0 Ain cos 9 — Bin sing 
B-0 Bin cos 6 + Ain sin @ 


RATED OUTPUT 


Voltage lo = +10mA, RL = 1KN 
Current Vo = +10V, RL = 1K 
Ao. Bo Resistance 


DYANMIC RESPONSE 


Trignometric Functions Small 
Signal Bandwidth 

Multiplier Small Signal Bandwidth 
Trignometric Functions Large 
Signal Bandwidth 

Multiplier Large Signal Bandwidth 
Output Slewing Rate 


REFERENCE VOLTAGE 


INPUT OFFSET VOLTAGE 


Input Offset Voltage-R Input 
Input Offset Voltage Drift 
Output Offset Voltage 


Output Offset Temperature 
Coefficient 
Power Supply Sensitivity 


Sine Error 

Cosine Error 
Multiplication Error 
Total Error 


Angle © Resistance 

Angle © Voltage Range 

Ain, Bin Resistance 

Ain, Bin Voltage Range? 

Maximum Voltage Without Damage 


INPUT VOLTAGE RANGE 


© Input Linear Operation +10 Vv 
R Input +10 Vv 


POWER SUPPLY 


Rated Voltage +12 #15 
Current, Quiescent 
TEMPERATURE RANGE 


Operating Range 

Storage Range 

Thermal Resistance of Module 
Quiescent Temperature Rise 


Ambient 


TABLE 5.6.1 
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TABLE 5.6.2 


MODEL NO. 66025 DATE 10-9-87 


PARTS LIST 


MFGR 
QTY ID # PART # DESCRIPTION MFGR # NAME 
4 C1,2,3,4 180023 Capacitor 1.0 Micro F Kemet 


2 R3,4 Resistor 100 


2 Ri,2 Resistor 1K 


6125-A 
TYPICAL PERFORMANCE CURVES 


(Tp = +25°C, Vee = +15VOC unless otherwise noted) 


VOLTAGE AMPLITUDE (Vv) 
‘ i . 


A-INeB-iN= 707 VOC 


ie} 4S 90" 135 80 zr 3S* 360° 


FIGURE 5.6.3 


The vector inputs have a band width of SOOKHZ and the angle 
input has a band width of 30KHZ. 


The rotator modules may be used in combination to produce 
multi axis rotation. Given three orthogonal vectors Xi, X2 
and X3 as illustrated in Figure 5.6.4; rotation about the X1 
axis is accomplished with the (X2,X3) vectors; rotation about 


the X2 axis is accomplished with the (X1,X3) vectors; and 
rotation about the X3 axis is accomplished with the (Xi,X2) 
vectors. Figure 5.6.5 illustrates the module configuration 


for three axes rotation in the 3-D system. 


MODULE SPECIFICATIONS 


The card schematic is shown in Figure 5.6.6 and the component 
layout is illustrated in Figure 5.6.7. Specifications for 
the card and module are given in Table 5.6.1. 


The component list is given in Table 5.6.2 and the edge 
connector pin list is given in Table 5.6.3. 


TABLE 5.6.3 


CARD INTERCONNECTIONS 


EDGE CONNECTOR 


CARD NO. 66025 


_ PIN FUNCTION 
20 +15V 
19 -15V 
18 Common 
17 +VREF-Out 
16 -VREF-Out 
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